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Alrgas USA LLC (LAB)
3500 Bernard Street

St Louis, kAo, 63103
PR {314) 533-3100
Fax: {314} 533-7328

Certificate of Analysis

Customer Name Test Date:  6-Aug-2014
inloximeters, Inc.

2081 Craig Road

SL Louis, Mo 63146

Lot # AG421804

Cerlified Concenltration

Exp. Date Cyl. Type Component
§-Aug-2016 108 Ethanal 0.080 + 0.002 BrAC (218 ppm)
Nilrogen Balance

GCerilfication Traceable to N.I.S.T. RGM Ethano| Standards:

Serlal No, Concenlration Serial No. Concentration
EBOG10581 391.8 ppm EBCO10603 392.5 ppm
F£B0010570 269.8 ppm EB0010559 268.9 ppi
EB0010285 209.0 ppm EB00105956 208.9 ppm
EB0010561 103.7 ppm - EB0010662 104.9 ppm
EBO0T0681 52.22 ppm EB0010579 52.94 ppm
Analytical Method: NDIR

Diglaly s?ned by Guatty Ceoirct
Dale: 2054.08.06 17:38:54 65.0Q
Reasen: Dry gas standard cerificason of anstysis W

Eecaton Agas USALLE {Lab) Analysl:
Rod Marsala

1SO 17025:2005 A2LA accredited. Certificate Number 2989.01
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STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

PERMIT

TYPE i
JOSHUA N BAILEY

lrain instruclors, inspecl, catibrate, perform lield servico and repairs,

is hareby autherized 1o instiucl and Suparviss oparalors,
and operale the following breath analyzer(s)

ALCO-SENSOR IV WITH PRINTER e

d from a sample of axpired air. Permitissued under the provisions of secliong

lor the determination of the alconolic contenl ol bioo

577.020 through S77.041, ASMo and 306,111 through 306.118 RSMo.
-

DATE __ 11/13/2014 A i ST

DIRECTOR OF STATE PUBLK HEALTH LABORAYORY

R 240385
NUMBER Mol U mLLQ:r
expipes LI/13/2016 . Jdeting direetor
DIRECTOR CF DEPARTMENT OF HEALTH AND SENIOR SERVICES
CAB A Re5!

WO $2-0771 {6.10)

STATE OF 1MISSOURY
DEPARTRENT OF BEALTH AND SENIOR SERVICES
BREATHALGOHOL PROGRAM
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Operatar  BAILEY, JOSHEA
Permit Mo 240385
Date Issved YH1312014  Date Expires 13132016




